
Stacking and Transfer

Pbar 95 LCW supply pressure readback is on the fritz.  •
Christmas Tevatron Failure:  Store 8388 ended when the vacuum at B21 went bad causing a 
quench in the B22 cell. Vacuum experts were not able to recover the vacuum well enough to run, 
so we are warming the B1 house to room temperature for repairs. The leak seems to be either the 
quad at B21-1, the spool at B21-1A, or the Double turn around box(or last choice since changing 
this device requires warm of of B2 as well).

•

Pasted from <http://www-bd.fnal.gov/cgi-mach/machlog.pl?nb=tev10&action=view&page=last&frame=2
&anchor=&hilite=&load=> 
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